recognized. Infection parameters were within normal range and there were no clinical signs of infective endocarditis. Antiplatelet therapy was continued and the next TEE was conducted eight weeks after implantation. Surprisingly, a large thrombus formation was present, so that an effective anticoagulation was necessary. The patient was put on Rivaroxaban ® 20 mg per day and antiplatelet therapy was stopped. Follow-up TEE showed complete resolution of the thrombus one month later. The anticoagulation was continued for two months and then switched to ASS. Another follow-up TEE one month later depicted a thrombus formation at the same location which resolved after anticoagulation was re-administered for further 4 weeks. The anticoagulation was switched to ASS afterwards, and a screening for thrombophilia was conducted. With an elevated factor VIII (320% of normal activity) and a recurrent, even lager thrombus formation on the LAA-O in the next follow-up TEE, a permanent effective anticoagulation had to be advised in spite of the intracranial hemorrhage that had occurred before. No new neurological symptoms developed in context of this recurrent thrombus.
LAA-O devices are a promising method to prevent stroke in permanent atrial fibrillation patients with an elevated risk of severe bleeding under anticoagulant therapy [1, 2] . As the number of LAA-O procedures increases, there is growing evidence that a number of patients needs further anticoagulation, independent from the implanted device [3, 4] . Elevation of factor VIII as found in our patient may be caused by inflammation processes unspecific and represents no defined thrombophilia. However, high factor VIII levels are a common risk factor for venous thrombosis and can be associated with the risk of arterial thrombosis in coronary heart disease and stroke [5] . It has to be realized that a potential thrombogenic surface is placed in direct contact with low blood flow of the enlarged left atrium. So, according to the Virchow's triad and comparable with the use of septal occluders in patients after transient ischemic attack or stroke, a search for thrombophilia was implemented in our internal standard procedures before LAA-O implantation to minimize the risk of recurrent device-associated thrombus as shown by this case report.
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A 78-year-old Caucasian female with newly diagnosed atrial fibrillation was put on anticoagulation with phenprocoumon. Two months later she developed an intracranial hemorrhage localized in the brainstem. Neurological findings were paresis and paraesthesia of the left body side. The treatment was conservative and symptoms resolved within three months.
At the presentation in our outpatient's clinic, the patient described good exercise capacity. No dyspnea, chest pain or syncope was reported. There was no report of thromboembolic events in the patient's or family history. Except for a moderately elevated arterial blood pressure (160/90 mmHg), the physical examination was without pathological findings. Twelve-lead ECG and Holter showed persistent atrial fibrillation. Transthoracic echocardiography revealed moderate bilateral atrial enlargement, all other cardiac dimensions were within normal limits. A normal systolic function was documented and there was no significant diastolic dysfunction of the left ventricle, or significant valvular disorders. Carotid artery stenosis was ruled out by duplex ultrasound. Blood test revealed normal renal function with a glomerular filtration rate (GFR) of 70 ml/min. Other blood parameters including international normalized ratio (INR) and activated partial thromboplastin time (aPTT) were within normal limits. Based on the patient's history und diagnostic results, a CHA 2 DS 2 Vasc-Score of 4 and a HAS-BLED-Score of 3 were calculated.
Transesophageal echocardiography (TEE) was carried out under local anesthesia and sedation with midazolam i.v.. No intracardiac thrombi were present, but thrombogenic, low Doppler velocities of blood flow (10 cm/s) were recognized in the left atrial appendage (LAA). Furthermore, size and shape of the LAA were assessed by 3D-TEE. Following interdisciplinary discussion between neurologists and cardiologists, it was advised to perform a percutaneous left atrial appendage transcatheter occlusion (LAA-O) [1, 2] .
The interventional occlusion of the LAA was conducted eight weeks later with an Amplatzer Cardiac Plug ® (ACP) without complications. Following internal SOPs, a TEE examination was carried out four weeks later. TEE demonstrated a correct location of the LAA-O with a complete anatomical closure of the LAA. However, a thin coverage on the upper atrial part of the LAA-O device was 
